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WARNING
To avoid injury, always read this Instructions for Use and accompanied 
documents before using the product. 

Mandatory to read the Instructions for Use.
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IMPORTANT INFORMATION FOR USERS

Specific indications, contraindications, warnings, precautions and safety information exist 

for Arjo’s therapeutic support systems. It is important for users to read and familiarize 

themselves with these instructions and to consult the treating physician prior to patient 

placement and product use. Individual patient conditions may vary.
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EN Introduction
CAUTION: It is important that you carefully read and review these 
instructions with your health care professional. If you have any questions  
of a medical nature, please contact your health care professional.

Indications Contraindications Risks and Precautions  
Safety Information  AtmosAir™ Fit Mattress Replacement 
System (MRS)  AtmosAir™ Plus Mattress Replacement System (MRS).

AtmosAir   AtmosAir  
Self Adjusting Technology (SAT) 

AtmosAir  
AtmosAir 

Indications 
AtmosAir   AtmosAir 

Contraindications

Risks and Precautions
Transfer – 
Side Rails and Restraints – WARNING:

See related 
Safety Information
Patient Migration – 

 

Monitor patients frequently to guard against patient entrapment.
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Safety Information
Skin Care – 

Patient Weight – 

Patient Entrance / Exit –

Brakes –

Bed Height –

Bed Frame –

Head of Bed Elevation 

Side Rails / Patient Restraints –

Monitor patients frequently to 
guard against patient entrapment.

CAUTION: When selecting a bariatric mattress, ensure the distance between 
top of side rails (if used) and top of mattress (without compression) is at 
least 8.66" (220 mm) to help prevent inadvertent bed exit or falls. Consider 
individual patient size, position (relative to the top of the side rail) and 
patient condition in assessing fall risk.
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EN CPR –  
 

No Smoking in Bed –

General Protocols – 

Fire Barrier Contact –

End of Life Disposal – 

Serious Incident 

the patient then the user or patient should report the serious incident to the medical 
device manufacturer or the distributor. In the European Union, the user should also 
report the serious incident to the Competent Authority in the member state where 
they are located.
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Preparation for Use 
For information concerning the bed frame refer to the manufacturers' 
User Guide.

Do not use sharp instruments to open boxes. Damage to mattress 
could result.

AtmosAir  or AtmosAir 

The mattress cover may appear wrinkled when unpacked. To 
remove wrinkles, allow mattress up to 24 hours to acclimate; see 

Care and Cleaning
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EN Mattress Installation
 

Always use a standard bariatric health care bed frame with safeguards or 
protocols that may be appropriate. Frame and side rails must be properly 
sized relative to the mattress to help minimize any gaps that might entrap  
a patient’s head or body.

Installing Side Bolsters

 

AtmosAir 
 

of the bed. Same applies to the right side bolster. 

When bolsters are not in use, tuck bolster sleeves under mattress.

Connect buckles  
in four places.

Zip flap on mattress  
to side bolster.

Side Bolster.
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Patient Placement and Nursing Care
 

Contraindications, Safety Information   
Risks and Precautions

Mattress handles are for mattress transport only.

CPR

Skin Care

Incontinence / Drainage

Care and Cleaning  

General Operation
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EN Care and Cleaning

AtmosAir

Do not use Phenol-based solutions or abrasive componds or pads  
on the cover during decontamination process as these will damage  
the surface coating. Do not boil or autoclave the cover. 

Covers should be wiped down immediately after it has been exposed 

Fire Barrier

Cover Cleaning Options
Sewn AtmosAir

The sewn AtmosAir MRS cover is cleaned by wipe down methods only. 
Do not launder as damage to the base may occur.

 

RF Welded AtmosAir
 

The RF Welded AtmosAir MRS has a detachable top cover that can be 
laundered. However the base is cleaned by wipe down methods only. 
Do not launder base as damage may occur.
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Preventive Maintenance Schedule
AtmosAir  or AtmosAir 

Care and Cleaning

All components must be cleaned, disinfected and inspected after each patient’s  
use and before use by a new patient.  

Daily Cleaning
 

Inspection / System Check-Out
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EN Troubleshooting
AtmosAir  or AtmosAir 

SYMPTOM POSSIBLE CAUSE SOLUTION
 

 

  

 

 
 

to SAT

 

SAT  
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Parts Diagram – AtmosAir Fit MRS

The SAT Cover, SAT Cells and SAT Interliner are all part of  
the integrated SAT System and cannot be ordered separately.  
See Replacement Parts for a complete list of SAT Systems.

Foam

SAT Cover
(part of SAT system)

SAT Interliner
(part of SAT system)
(image for reference only)

SAT Cell
(part of SAT system)

Fire Barrier 
(standard)

Sewn Mattress
Cover and Base 
Cover not detachable 

Side bolsters

Cover and Base 
Cover not detachable

Fire Barrier 
(standard)

Foam
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EN Parts Diagram – AtmosAir Plus MRS

The SAT Cover, SAT Cells and SAT Interliner are all part of  
the integrated SAT System and cannot be ordered separately.  
See Replacement Parts for a complete list of SAT Systems.

Foam

SAT Cover
(part of SAT system)

SAT Interliner
(part of SAT system)
(image for reference only)

SAT Cell
(part of SAT system)

Fire Barrier 
(standard)

Sewn Mattress
Cover and Base 
Cover not detachable Side bolsters

Cover and Base 
Cover not detachable

Fire Barrier 
(standard)

Foam

Foot extension

Cover and Base 
Cover not detachable

Fire Barrier 
(standard)

Foam
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Replacement Parts

 

AtmosAir  

AtmosAir Fit MRS
PART TYPE ....................................................................................... CATALOG NUMBER
AtmosAir 

AtmosAir Fit MRS Replacement Parts
PART TYPE ....................................................................................... CATALOG NUMBER

AtmosAir Plus MRS
PART TYPE ....................................................................................... CATALOG NUMBER
AtmosAir  

AtmosAir Plus MRS Replacement Parts
PART TYPE ....................................................................................... CATALOG NUMBER
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AtmosAir Fit MRS Mattress:

AtmosAir Fit MRS Bolsters:

 
AtmosAir Plus MRS Mattress:

AtmosAir Plus MRS Bolsters:
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Symbols Used

 

60°C

Max 80°C

Customer Contact Information
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o kontakt z personelem medycznym.

AtmosAir  Fit Mattress Replacement 
System (MRS) AtmosAir Plus Mattress Replacement System (MRS)

AtmosAir AtmosAir

AtmosAir  
AtmosAir

AtmosAir AtmosAir
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Waga pacjenta 

Hamulce
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Funkcja CPR 
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AtmosAir AtmosAir
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AtmosAir

Zapiąć klamry 
w czterech miejscach.

Przypiąć zamkiem 
do wałka bocznego.

Wałek boczny.
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Informacjom 

Funkcja CPR

i konserwacja
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w autoklawie. 

AtmosAir
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Schemat budowy — AtmosAir Fit MRS

Pokrowiec SAT, komory SAT SAT 
systemu SAT 

SAT.

Pianka

Pokrowiec SAT
(c  e  SAT)

Pr ek a ka SAT
(c  e  SAT)
( cie o owe)

o ora SAT
(c  e  SAT)

Bariera 
r eciw-

o arowa 
( an ar )

Materac szyty
Pokrowiec i o awa 
Pokrowiec nie e  

e owan  

a ki oc ne

Pokrowiec i o awa 
Pokrowiec nie e  

e owan

Bariera 
r eciw-

o arowa 
( an ar )

Pianka
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Schemat budowy — AtmosAir Plus MRS

Pokrowiec SAT, komory SAT SAT 
systemu SAT 

SAT.

Pianka

Pokrowiec SAT
(c  e  SAT)

Pr ek a ka SAT
(c  e  SAT)
( cie o owe)

o ora SAT
(c  e  SAT)

Bariera 
r eciw-

o arowa 
( an ar )

Materac szyty
Pokrowiec i o awa 
Pokrowiec nie e  

e owan  a ki oc ne

Pokrowiec i o awa 
Pokrowiec nie e  

e owan
Bariera 
r eciw-

o arowa 
( an ar )

Pianka

Pr e enie 
c ci no ne

Pokrowiec i o awa 
Pokrowiec nie e  

e owan

Bariera 
r eciw-

o arowa 
( an ar )

Pianka
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AtmosAir

AtmosAir Fit MRS
 ...............................................................................

AtmosAir Fit MRS
 ...............................................................................

AtmosAir Plus MRS
 ...............................................................................

AtmosAir  

AtmosAir Plus MRS
 ...............................................................................
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Materac AtmosAir Fit MRS:

AtmosAir Fit MRS:

 
Materac AtmosAir Plus MRS:

AtmosAir Fit MRS:
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60°C

Max 80°C
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Dane teleadresowe
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AVERTISMENT

Consultarea este obligatorie.
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Introducere ....................................................................................................128
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Introducere

 

AtmosAir AtmosAir

AtmosAir AtmosAir

AtmosAir

AtmosAir

AtmosAir AtmosAir

Transferul – 
– AVERTISMENT:

Deplasarea pacientului
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Îngrijirea pielii

Greutatea pacientului

Elementele de blocare 

Cadrul patului 

 

Ridicarea capului patului
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RCP 

Protocoale generale

 

Incident grav 
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Acestea pot deteriora salteaua.

AtmosAir AtmosAir
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Instalarea saltelei

Montarea suporturilor laterale

Suporturile laterale pentru SSM AtmosAir Plus sunt speciale pentru 

Cuplați cataramele 
în patru locuri.

Apărătoare fermoar pe saltea 
până la suportul lateral.

Suport lateral.
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Mânerele saltelei sunt destinate numai pentru transportul acesteia.

RCP

Îngrijirea pielii
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AtmosAir  

Sistemul SSM AtmosAir

deoarece în acest fel baza se poate deteriora.

 

Sistemul SSM AtmosAir  
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Depanarea
AtmosAir AtmosAir

SIMPTOM
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Diagrama pieselor – SSM AtmosAir Fit

Husa SAT, celulele SAT SAT fac parte din 
sistemul SAT

Piese de schimb SAT.

 SAT
( ar e in i e  SAT)

ea  in erioar  SAT
( ar e in i e  SAT)
(i a inea are n ai 
a oare e re erin )

e  SAT
( ar e in i e  SAT)

Pro ec ia 
an i-incen i  
( an ar )

 i a  
 ne e a a i  

or ri a era e

 i a  
 ne e a a i

Pro ec ia 
an i-incen i  

( an ar )
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Diagrama pieselor – SSM AtmosAir Plus

Husa SAT, celulele SAT SAT fac parte din 
sistemul SAT

Piese de schimb SAT.

 SAT
( ar e in i e  SAT)

ea  in erioar  SAT
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